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Low-PressureMercury Arc for Ultraviolet Calibration

Charles B. Childs

A study was made of the visible-ultraviolet irradianec produced by a commercial low-i)ressure mercury

are operated by an accompanying power supply with a rated input of 115 volts ac. The 2537 ._. irradi-

ance was 3.(,) t,W/era-" at one meter at a specified axial position in ambient "dr at 20°C. The 2537 J_

irradiance changed less than 2,% when power-supply input w_ried from 105 to 130 volts ac, with en-

vironmental temperatures of 19.4°C and 26.8°C and ambient air flows of I 1.2 add 14.7 cm/sec, respec-

tively. Spectral analysis of the lamp irradiance in the 1900 6000 _ range showed that 92% originated

from the 2537 :_. mercury resonance line while the remaining 8% is attritmtable to 12 other mercury

lines. The intensities of 55 other spectral lines of negligible intensity in the investigated range are

given relative to the intensity of the 2537 _ line. The experimental mean free path of electrons in

mercury vapor at 1 mm of ttg and 273°K was "-_5 X l0 -_ cm whereas kinetic theory gave 6.7 X 10 -a

cm.

I. Introduction

The 2537 _kresonance line of mercury provides a use-
ful source of ultraviolet for calihration ill studies of

photochemical reactions and photoelectric effects.

One of the problems with any lamp using mercury, as

well as with other gas discharge lamps, is the variation

of irradiance with lamp current and environmental

changes such as temperature and air flow. There is

consequently a need for an ultraviolet lamp whose

irradiance of several microwatts/cm -+can be established

as "stable" over a "large" current range and whose

construction makes it a convenient laboratory instru-

ment. Such a lamp is the commercially available

"Pen-Ray Lamp"* whose characteristics are reported

in this paper,

The Pen-Ray lamp produces a low-pressure mercury

are contained in a scptum quartz tube with approximate.

length of 52 mm and diameter of 6.5 ram. It is op-

crated tW a special power supply with rated input of 115

volts, 60 cycles._" A metal cap, with a l-ram aperture_

accompanies the lamp.
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ministrati(m, Godd:_rd Space Flight Center, Greenbelt, Maryhmd.

Iiis present address is University of Illinois, Urbana, Illinois.

Received November 1961.
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ington, Long Island, N.Y.
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II. Experimental Conditions

Calibration of the 2537 :_ radiation of the Pen-Ray

lamp employed a General Electric Ultraviolet Intensity
Meter. _ Verification of the ultraviolet meter calibra-

tion for 2537 :,_,is discussed in the following section.

The lamp current and voltage were monitored during

calibration as was the lamp power-supply input, voltage
furnished by an clee't ronic ac voltage regulator stabilized

for twenty-four hours.
All data were acquired in an environment of 24-25°C

unless otherwise stated.

III. Ultraviolet Meter Calibration

The ultraviolet meter 2537 :?_calibrali(m was verified
o

by comparing its 2537 A measurements with those of "t
tantalum cell at the National Bureau of Standards 2

(NBS.) and a gold-black Golay cell in these Labora-
tories. •_ In all measurements with the ultraviolet

meter its aperture was on the X l scale. The lamps uscd
for this comparison were apertured GE type G4T4/1

operated at 75 mA.
Comparison with the rant.alum-cell measuremenls

required the use of a neutral-density filter and a broad-
bmld 25a7 :_ interference filter. The ultraviolet meter

flux vahles, corrected for the filters, and those of the

tantalum cell for two mereuw ares are shown in Table I.

Comparison with the Golay cell, which used the

same interference filter, was made after lhe Golay ceil

sensitivity was determined with a carhon lamp cali-

brated by NBS. Flux values for three mercury lamps
were obtained with the Golay cell and the ultraviolet
meter. These filter-corrected values are contained

in Table II.
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Table h Calibration of 2537A Intensity of Mercury Lamps at
20cm

L_lAltp a

Microwatts ¢)f2537 ,_tper em z at 20 em

Tanhdmn
eell UV meter

] -- __

2 48.4 ,t6.2 q- 2.4
3 49.-t 46.2 4- 2.4

'_Lamp No. 1 has been used consider._bly; consequently, be-
e:rose its radiation has decreased since tantalum-cell calibration,
it is not used as a (antahlnl-cell ('omparison.

Table II. Calibration of 2537_. Intensity of Mercury Lamps at
lm

Lanlp

Microwatts of 2537 _. per cm_ at 1 m

Golay cell UV meter

1 1.42 1.-t6 ± 0.08
2 2.02 2.02 -4- 0.10
3 2.02 2.02 4- 0.10

The ultraviolet meier was observed to be insensitive

to fluorescent lighis because of the spectral response
of the cadmium cell used in the meter as well as the

transmitlance of glass used in fluorescent lights. This

insensitMty to room light was first obsen'ed by Taylor
and Haynes. _

Mercury-lamp c.dit)raiions by the ultraviolet meter
were the same with or without |he interference filter

which means that wavelengths of about 3000 +_ and

longer can be neglected in their conlributions to the

ultraviolet meter readings. This lack of effect on eali-

1)ration is likewise due to cadmium spectral response
combined with relative spetdral intensities of low-

pressure mercury arcs.

The agreement in flux measurements among the

ultraviolet meter, t'tntalum cell, and Golay cell was

the basis for the conclusion that the precision of the
2537 :_ calibration with the ultraviolet meter was lim-

ited by ability to read the meier, with a maximum
accuracy of 2,_,c.

IV. Radial Distribution of Radiation

Since the lamp capillary appeared to be elliptical in

cross section, it seemed probable that this difference

should result in irradiancc varying with radial position.

The variation of irradiance wilh radial position was

therefore determined by aligning ihe lamp length and

ttltraviolet meter parallel a+nd measuring the energy as

the lamp was rot'_ted, marking the lamp for zero de-

grees at a position of minimum flux. The lamp current
was set. at 16 mA.

The variation in irradianee, shown in Fig. l, is that

to be expected from ihe lamp-wall geometry. There are
positions of minimum and maximum irradianee whMl

repeat at 180 °. For calibration purposes, these results

assisted in determining the angle for which there is the

smallest percentage irradiance change over a small

range, such as plus or minus ten degrees.

Addiiional calibrations were made with the lamp at a

position near nmximum output. This position corre-
sponds to an angle of 290 ° in Fig. 1.

V. Calibration and Electrical Properties

One of the purposes of this study was to determine

the effect of small changes in power-supply input volt-
age on the 2537 ,_ irradiance. This purpose was ac-

complished by using the ultraviolet meter at 1 meter and

by covering its entrance window with the interference

filter used to calibrate the ultraviolet meter. The

procedure was to increase the power-supply input po-

tential from zero to the minimum at which the lamp

would operate, approximately 30 volts. Aftcr fivc

minutes, the minimum potential for operation dropped

to 21 volts. Following lamp operation at this power-
supply input voltage, irradianee measurements were

made at the end of two five-minute periods. The input

voltage was then increased by 10 volts and again meas-
urements were made at the end of two five-minute

periods.

The 2537 ,_, irradiance did not ehtmge detectably

from the end of the first five-minute period to the end

w4
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_z

_o _,lx_l,,I,tl,,I,jl
- o so _2o _ao a4o 3oo sso

ANGLE (degrees)

Fig. I. Radial distribution of 2537 :_ irradianee (_W/em 2at 1
meter with lamp current 16 mA). Position of minimum ir-
r'_diance designated as zero degrees.
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Fig. 2. l,amp 2537 _ irradianee as a function of power-supply
input. Curve A is for the lamp and curve B is for the central
area as deserit)ed in Section V.

712 APPLIED OPTICS / Vol. I, No. 6 / November 1962



=4
_O

E
3

0

I ¢4
E
-21

_o iii I,Iillll
0 4 8 12 16 20 24

I(ma)

1.0=

e_

.8_
0

.6_

.4 £
0

.2
3

O_

-1-

Fig. 3. The 2537 ._ irradiance of the lamp H(A) and central
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Fig. 1. L'{mp current I and lamp potenti'd V vs lamp power-
supply input.

of the second five-minute period when the voltage was

increased; however, when going from a higher input

voltage to a lower one, it. appeared that at least ten

mimltes were required to establish thermal equilibrium.
After the irradi'mce characteristics were determined,

a restricted central area of the are was selected for

calibration by milling along the lamp-cap diameter an

aperture with a length of 12 mm. The aperture was ro-
tated so that its center corresponded to the position of

maximum lamp output and permitted reproducible

attainment of a selected area of the lamp. Data ob-

tained with this cap on tim lamp are referred to as that

of the central area.

In Fig. 2 is shown the calibration for the lamp and
also for the central area. Similar calibrations as

functions of lamp current are contained in Fig. 3.

Lamp current was found to be a linear function of the

power-supply input voltage as shown in Fig. 4, and this
relation indicates that lamp current is determined by

the transformer in the lamp power supply. Lamp

potential is also shown in Fig. 4.

Vh Environmental Temperature Effect on
Irradiance

The lamp irradiance was delermined in two "lypical"
laboratories with ambient air flows of 11.2 and 14.7

cm/sec and respective temperatures of 19.4°C and
26.8°C. The irradiance remained constant for these

two temperatures and air flows. Under these same

conditions, the irmdiance changed not more than two

percent with power supply input voltages between 105

and 130 volts, as shown in Fig. 5.

VII, Lamp Temperature

A thermistor, mounted in contact with the surface

opposite that being calibrated, was used to measure
lamp temperature when operated in ambient air at

ll.2 cm/scc and 24°C. Correlation of input voltage

with lamp temperature can be seen in Fig. 6. Al-

though these measurements pertain only lo the lamp,
some indication of the effect of the metal cap, used for

central-area isolation, was obtained from a bulb-

OW
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Fig. 5.
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Normalized lamp 2537 _ irradia.nce in environments
of 1(.}.4°C and 26.8°C with ambient air flow of 11.2 and 1,1.7
cm/sec, respectively. With a spocific powcr-sul)ply input, the
irradiance was the same for each of these two sets of conditions.
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4o! ?3o ..
2_0 J I , ! ,

Fig. 6.
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(volts)
Lamp envelope temperature as a function of power-

supply input.
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thermometer reading taken oll the cap-top when the

lamp was oper'tting at 17.0 mA. This temperature was

10°C higher than that observed when the hunp was

operating without the cap.

Table III. Wavelength Intensities Relative to 2537 A

Relative Relative

e_, intensity ,_ intensity

2537

2575

2603
VIIi. Spectral Distribution of Radiation 2640

Of primary importance for any specific wavelength 2653
2676

calibration of "1 nondispersed source is the assurance
2700

that all other wavelengths arc truly negligible. To 2753

determine whether or not such conditions existed dur- 2779

ing the Pen-Ray lamp 2537 :_ ealibrations, it, was nee= 2794

essary to resolve the lamp spectrum by using a spcc- 2802

trophotometer and a radiance-standard lamp. 4 2813
2821

The Pen-Ray lamp and radiance-standard lamp were 2828

independently substituted for the hydrogen arc in the 2856

Cary Recording Spectrophotometer Model 14 P.M. 2894

In the sample chamber of the spectropholometer a 2925

front-surfaced aluminum mirror reflected the beam 90 ° 2965
3022

to the lop of the oh-(tuber, permilting the spectro- 3126

photometer to be used as a monoehromalor. On top 3132

of the chamber a cover with a 1.5-cri>diameter aperture 3341

permitted the beam to enter the detector. 3524

The detector was the E.M.I. 6256B photomultiplicr

with a I0-mm-diameter ('athode on a quartz faeeplate.

The voltage was set at the minimum required for ade-

quate recording of the Pen-Ray lamp continuum:

a potential of 1200 volts, equally divided among the 13

dynodes, provided suftieient phoIonmltiplier gain to

record the weak continuum as 0.35 X 10 9 A in the

1950 ;_ region and 1.50 X 10 -9 A in the 5860 _ re-

gion, with a clark current less than 10-_° A.

To avoid photomultiplier fatigue when a line inten-

sity provided a detector signal greater than l0 4 A, a where

record was made of thai region, with the line i_)tensity I,, I_

being determined in another scan during which the

detector was operated at either 600 volts or 800 volts. 1% I'_

Signals thus oblaincd were normalized to those of 1200

volts by applying the voltage-gain relationships ob-

tained during the experiment.

When using the standar(t lamp as the light source of

the Cary Model 14, the detector potential was adjusted

to provide a signal of approximately 10 -s A at 2500

._, with a decrease in potential when the signal at other

wavelengths approached I0 _ A. Gain-potential

relations were obtained during the experiment and

current values were normalized to those at the same

potential used for obtaining the 2500 :_t sign'd. Poten-

tim was constantly monitored with electrostatic volt-

meters with i/_c/; flfll scale accuracies.

The spectrophotometer h'td the same slit width and

scan rate for t)oth the Pen-Ray and standard lamp,

with the standard lamp being operated at 35 A for

which it. was calibrated. Since the same detector and

related equipment were used throughout these experi-

ments, the relative intensities of linen were determined

1.0 3591 2.1 x I0 -7

6.0 X 10 -5 3650 8.9 x 10 -_

2.0 x 10 -6 3655 2.1 x 10 -a
7.4 X 10 6 3663 1.4 X 10 -a

1.1 X 10 a 3705 1.3 X 10 -6

1.8 X 10 _ 3801 5.0 X l0 -7
3.0 X 10 -_ 3900 2.4 X 10 -e

3.2 X 10 -4 3.'306 8.2 X 10 -6

7.5 X 10 -_ 3984 1.1 X 10 -B

1.6 X 10 -_ 4047 8.9 X 10 -s

1.7 X 10 -4 4078 5.5 X 10 -_

4.4 X 10 -_ 4106 2.4 X 10 -6

1,0 X 10 _ 4157 4.4 X 10 -7

1.2 X 10 -4 4200 6.5 X 10 -7

1.2 X 10 _ 4259 2.2 X 10 -7

7.9 X 10 -_ 4358 1.7 X 10 -2

5.2 X 10 -5 5026 6.3 X 10 -7

6.0 X 10 -a 5354 2.7 X 10 -7

1.1 X 10 -_ 5461 1.2 X 10 -2

7.1 X 10 3 5676 5.0 × lO

1,1 X 10--" 5770 1.7 X 10 -a

5.5 X 10 -4 5790 1,8 X 10 -a
5.9 X 10 -_

from the detector signals, assuming the standard-

lamp irra(tiance is a continuous function of wave-

length, as is expected of the tm,gslen ribbon which

approximates a gray body. With these conditions, the

ratio of irradianees H, and H., of wavelengths X, and

X.,, respectively, will be

HI I, I'.,_ II',
(1)

H= I2 Iq H%.

= detector signal current ol)tained with X_ and ),2
with Pen-Ray lamp,

= detector signal current obtained with M and M

with standard lamp,

H'h H'2 = calibrated irradiance of X_and M of standard lamp.

Detector signal currents were corrected for experi-

mental effective bandwidths.

The Pen-Ray lamp spectrum was obtained in the

6000 4900 :_ range for the lamp operating al 5.0 mA

and again at 16.0 mA. Sines the relative intensities of

the twenty most prominent lines did not change for the

two currents, only relative intensities of lines observed

with the lamp operating at 10.0 mA are reported in

Tat)le III for the 2500-6000 ._ range.

Since Eq. (1) is valid only for the standard-lamp

ealit)ration range of 2;500-7500 ,-_, relative intensities

from 1900 to 2500 7_. were obtained by using the photo-

nmltiplier experimental relative quantum yield (elec-

trons/photon) for 1900-2500 ,_. The relative line

intensities so measured are given in Tahle IV; however,

since these values include monochromator attenuation,

they represent lower limils of the relative intensities.
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Table IV. Wavelength Intensities Relative to 2537,a,"

._ Relative intensity

1942 1.7 × l0 5
2027 4.9 X 10 7
2053 4.3 × 10 -e
2232 3,0 X 10-7
2260 1,6 X 10 6
2262 8.6 X l0 -_
2270 2.0 X 10-7
2280 2.2 X 10 .7
2285 4.8 X 10-7
2290 2.2 X 10-7
2304 5.2 X 10-_
2314 7.9 X 10--s
2324 1.0 X l0 -_
2342 3.9 X l0 -7
2346 3.2 X l0 e
2354 3.9 X l0 -_
2366 1.2 X 10-7
2379 3.3 X 10 -5
2400 1.6 X 10-a
2448 6.0 X 10-a
2459 4.2 X 10-7
2466 1.8 X l0 -5
2483 2.3 X 10 -4
2537 1.0

These relative intensities include monochromator attenuation
and hence arc the lower limit of relt_tivc intensities in air.

It, was not possible to compare wavelength relative

intensities of this study with those of other investigators

because of differences in methods of obtaining relative
intensities)-_ 1

IX. Electron Mean Free Path

In their investigation of low-pressure mercury arcs

(1.8 X l0 -4 to 5.3 X l0 -_ mm of IIg), Duffendaek

and Koppius 9 derived an expression for the arbitrary
intensity c] of wavelength J in an arc with current, i:

eJ = Bit1 - e-ap), (2)

where

B = a constant,
p = pressure in mm of Hg,
a = d/XE,
d = arc length in cm,
),E = electron mean free path (cm) in mercury vapor at 273°K

and a pressure of l mm of tIg.

Equation (2) was fitted to their experimental data,

with B and a varying for each wavelength investi-

gated. Whereas a should have remained constant,

their experimental values ranged from 0.10 X 104 to

0.24 X 104. For their eight a values, the average ),E
wasl.9X l0 3cm.

The Pen-Ray lamp irradiance H(A) in Fig. 2 indi-

cated that it could be fitted to an expression similar to

Eq. (2), and it was assumed that H(A)v for power-

supply input V was of the form

H(A)v = K(I - e-aP), (3)

where K is a constant, and a and p are the same as in

E(I. (2) but p is now to be expressed as a function of V.

It was shown in Fig. 6 that lamp {emperature T is a

linear function of V; hence, since log_ p is a linear time-

tion of T over the 25-46°C range,_2 we may approximate

p by fitting the curves of Fig. 6 and the cited p vs T

data. After determining the constants, we find

p (ram of Hg) _ e(1"0× 10 _ v - 5.41). (4)

Equation (4) was substituted into Eq. (3) and the ratio
of irradiances for V = 60 volts and V = 120 volts was

used to calculate a. The experimenta.l a thus deter-

mined was 2.I X 10-" per mm of Hg. This a was then

used in E(I. (3) and found to fit the experimental data

to within 10% at V = 50 volts and 5% for V >/ 80

volts. However, it does not provide the detail of Fig.

5. For V _< 40 volts, the experimental a vahw gives

H(A)v much greater values than those in Fig. 2. Con-

sidering that the approximations used in determining
a entered into a second exponent, the data fitting for

V >/ 50 volts is as good as can be expected.

The arc length in the Pen-Ray lamp is about 10 era,
and from a _ 2.1 X 10 °"we lind

X_.,_ 5 X l0 -_ era.

Kinetic theory for the Maxwell distribution of mole-

cules, as sho_lt by Jeans, _3gives the mean free path as

1
XE _/_ _'va 2, (5)

where

-y ffi number of molecules per unit volume,
_r = diameter of molecule.

Jeans noted that in eleetron-moh'eule collisions, the

value of a is very nearly the radius of the molecule. We

assume that for electrons in mercury vapor a is the

radius of the mercury molecule, 3.13 X l0 -_ cm. n

For mercury at a pressure of 1 mm of ttg an(] 273°K

the electron mean free path is

XE = 6.7 X l0 -_ cm.

The agreement of the Pen-Ray lamp X].: with that

calculated by kinetic theory implies th'lt the assump-

tion of E(I. (3) is valid. Although it is known that XE

varies with electron energy, _-_a°aL_s-_7 the approxi-

mations in obtaining X_:prevent any reliable quantita-

five comparison with other siudies.

Equation (2) contains the constant B which is re-

lated to ionization probability and was constant during

the experimenis by Duffendaek and Koppius2 For

the Pen-Ray lamp, however, B must bc changing with

power-supply input V as the potential across the lamp

VL decreased with increasing V, with VL being _ 273

volts for V >/ 100 volts. Since the lamp was operated
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with ac voltage, the electrons have all energy distribu-

tion as a function of time and therefore the Pen-Ray

lamp M,: represents the aver'_ge mean free path of lhis
distribution.

A more accurate determination ()f lamp temperature,

potential, and electron tempert_ture would assist in

understanding the vari.tti(m of B and X_: with electron

energy.
Equation (3) does not fit the data for the central area

irradianee because for Eq. (3) it was assumed that the

mercury vapor was an ideal gas with uniform tempera-

ture. Such a condition obviously does not exist, as the

metal cap on the lamp causes a temperature gradient

at the aperture. Other factors also probably contribute
to the central area irradian('e (te(_rease at V > 80 volts.

X. Discussion

Before evaluating the use of the Pen-Ray lamp as a
ealibraled 2537 :_ source, one _hould note that good

agreement has been attained in 2537 _. iniensib_ meas-

urements with the ultraviolet meter, the tantalum cell

at NBS, and the gold-black Golay cell in these

Laboratories. Sine(" the Gener:d Electric Company,

in setting the ultraviolet meter sensitivity, used a

secondary stand-_rd compared with a primary standard

calibrated by NBS, and since the Golay cell sensi-

tivity is determined t)y a carbon lamp calibrated by

NBS, it is encouraging that consistency has been
maintained throughout the various ealit)ration meth-
ods.

This study yiehted relative line intensities which are

about one-tenth those published by the lamp manu-
facturer. This difference nmst include an estimated

error of 10% in our relative-intensity measurements.
The 2537 :_ irradianec was 3.9 _W/'em _-at 1 meter

with power-supply inputs beIween 105 and 130 volts
ae.

The 2537 _ line comprised 92% of the total ir-

radiance, and 12 other lines comprised the remaining

8%.

Future investigation of the lamp should determine
the flux stability of the 2537 _ irradianee with operat-

ing time, as this investigation found no detectable de-

crease after sixteen hours of continuous operation :_t a
current of 16 mA.

Xl. Conclusion

The Pen-Ray lamp study shows that the lamp can
serve as a calibrated ')""-:)::b ,_ Source, and taken as a

whole, it possesses the useful characteristic of uniform

radiation intensity, within 2%, even when its power-

supply input potential varies between 110 "rod 130
volts and environmental temperatures vary from 19.4

to 26.8°C, with ambient air flow from 11.2 to I4.7

era/see. Although this is not true for the central area

alone as obtained with the described metal cap, a

stable radiation intensity from this area can be ob-

tained for a similar range of line voltages by limiting

(.he lamp current to some value between 11 and 15 mA.

Wilh a ballast resistor to limit the lamp current to the

13 mA region, the capped lamp output will bc stable for

line-potential variations of approximately ten volts.

When operated at this current the life of the lamp will

probably be longer.

Five lamps were investig._{ed and found to have
similar characteristics shown in Figs. 1 through 6, and

these characteristics were independent of the power

supply. This latter observation indicates uniformity

in the three power supplies used during these experi-
ments.

When positioned at 290 ° as in Fig. 1, all lamps had

irradianees within 10_,_ of 3.9 ,W/em 2 at 1 meter in

11.2-14.7 en-t/sec ambient air at 19.4-26.8°C. Al-

though these air-flow and temperature ranges include

conditions expected in a "typical" laboratory, each

lamp should be calibrated before it is used as a cali-
brated source.

The author would like to thank Ralph Stair of the

National Bureau of Standards and Steven C. Hardy of

these Laboratories (now at National Bureau of Stand-

ards, W_shington, D.C.) for their calibrations of the

three second:try standard mercury ares.
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